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The  minimum  detectable  held  of  magnetoresistive  sensors  is  limited  by  their  intrinsic  noise. 
Magnetization  fluctuations  are  one  of  the  crucial  noise  sources  and  are  related  to  the  magnetization 
alignment  at  the  antiferromagnetic-ferromagnetic  interface.  In  this  study,  we  investigated  the  low 
frequency  noise  of  magnetic  tunnel  junctions  (MTJs)  annealed  in  the  temperature  range  from 
265  to  305  °C  and  magnetic  fields  up  to  7  T,  either  in  helium  or  hydrogen  environments.  Our 
results  indicate  that  the  magnetic  huctuators  in  these  MTJs  changed  their  frequency  based  on 
annealing  held  and  temperature.  The  noise  of  the  MTJs  at  low  frequency  can  be  reduced  by 
annealing  in  high  magnetic  held  (7  T)  and  further  improved  by  annealing  in  a  hydrogen 


environment.  ©  2008  American  Institute  of  Physics. 

I.  INTRODUCTION 

Sensor  noise  is  a  crucial  parameter  in  low-held  applica¬ 
tions.  Magnetic  and  nonmagnetic  noises  sources  contribute 
to  the  noise  of  a  magnetoresistive  based  devices.1-10  These 
two  noise  processes  can  be  identihed  by  comparing  the  noise 
level  and  sensitivity  at  various  applied  magnetic  helds.  At 
low  frequencies,  these  noise  sources  are  either  frequency  in¬ 
dependent  or  frequency  dependent.  Frequency  independent 
noises  include  thermal  resistance  noise,  shot  noise,  and  ther- 
momagnetic  huctuation  noise.  Thermal  resistance  noise,  also 
known  as  Johnson  or  Nyquist  noise  VJN,  results  from  a  ther¬ 
mal  smearing  of  the  density  of  states  near  the  Fermi  level.  It 
is  given  by  V JN=  V 4kBTR ,  where  R  is  the  array  resistance,  T 
is  the  junction  temperature,  and  kB  is  Boltzmann’s  constant. 
Shot  noise  (VSN)  is  due  to  the  stochastic  nature  of  electron 
transport  with  an  applied  current.  It  can  be  expressed  by 
Vsn=  \j2VsqR/N,  where  Vs  is  the  voltage  applied  to  the  junc¬ 
tion,  N  is  number  of  series  junctions  in  each  leg  of  the  array, 
and  q  is  the  electron  charge.  Intrinsic  magnetic  noise  is  gen¬ 
erated  by  thermal  magnetization  fluctuations  {Vmn)-  H  can  be 
written  as 

=  ^RVS  I  keTatfip 

mn  RHk  V  2ttN<IMsj 

where  A R  is  the  total  array  resistance  change  in  the  measure¬ 
ment  range,  Hk  is  the  anisotropy  held  of  the  free  layer,  a  is 
the  damping  parameter,  /z0  is  the  permittivity  of  vacuum,  Cl 
is  the  volume  of  the  magnetic  tunnel  junction  (MTJ)  free 
layer,  Ms  is  the  saturation  magnetization  of  the  free  layer, 
and  y  is  the  gyromagnetic  ratio.7  Another  kind  of  noise,  1  If 
noise,  also  called  flicker  noise  or  excess  noise,  is  frequency 
dependent.  It  arises  from  the  coupling  of  electronic  processes 
with  magnetization  fluctuations  and  can  be  characterized  by 
Hooge’s  formula,11,12 
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where  aH  is  the  material- specific  Hooge  parameter,  A  is  the 
junction  area,  and  [3  is  the  exponent  of  the  1  If  noise  spec¬ 
trum. 

At  high  frequencies  Johnson  and  shot  noise  are  dominant 
where  the  1// noise  dominates  at  low  frequencies.  The  mag¬ 
netic  noise  is  very  sensitive  to  the  dynamics  and  disorder  in 
the  magnetic  system.  Magnetization  fluctuations  are  related 
to  the  magnetization  alignment  at  the  antiferromagnetic 
(AFM) -ferromagnetic  (FM)  interface.  In  this  study,  we  in¬ 
vestigated  the  low  frequency  noise  of  MTJs  annealed  in  the 
temperature  range  from  265  to  305  °C  and  magnetic  helds 
up  to  7  T  either  in  helium  or  hydrogen  environments.  An¬ 
nealing  aims  at  improving  the  degree  of  the  magnetization 
alignment  at  the  AFM-FM  interface  as  well  as  the  quality  of 
FM  and  AFM  layers.  This  improvement  depends  on  anneal¬ 
ing  temperature,  magnetic  held,  and  environment.  It  is 
known  that  the  noise  spectrum  is  very  sensitive  to  these 
parameters.1 

II.  EXPERIMENT 

A11  the  MTJs  used  in  our  study  have  the  following  struc¬ 
ture:  5  nm  Ta/5  nm  Cu/10  nm  Ir20Mn80/2  nm  Co90Fe10/ 
0.85  nm  Ru/3  nm  Co60Fe2oB2o/ 1.4  nm  Al203/2  nm 
Co90Fe10/28  nm  Ni80Fe20/5  nm  Ta/5  nm  Ru.  The  junctions 
were  patterned  into  ellipses  with  a  size  of  either  5 
X7.5  jam2  (area  of  59  jam2  and  eccentricity  of  0.74)  or  10 
X  15  jam2  (area  of  236  jam2  and  eccentricity  of  0.74).  They 
were  conhgured  into  64  element  symmetric  bridges.  Figure  1 
shows  a  sample  with  each  junction  having  a  size  of  5 
X7.5  jam2.  The  magnetization  of  the  reference  layer  (the 
Co60Fe20B20  layer  in  the  synthetic  antiferromagnet)  is  pinned 
along  the  sensor  short  axis.  The  noise  measurement  system 
was  in  a  shielded  environment  to  avoid  picking  up  unwanted 

920-1  ©  2008  American  Institute  of  Physics 
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FIG.  1.  (Color  online)  The  picture  of  the  MTJ  bridge  with  junction  size  of 
5  X  7.5  jmm2.  Inset  is  enlarged  picture  of  those  MTJs. 


external  magnetic  field  fluctuations.  The  sensor  voltage  bias 
was  supplied  by  a  battery  to  minimize  noise.  A  low  noise 
preamplifier  with  a  gain  of  100  was  used.  The  noise  spectra 
of  the  MTJ  are  taken  at  room  temperature  with  a  constant 
bridge  voltage  bias  of  1.0  V  supplied  by  a  battery,  which 
provided  a  bias  of  approximately  31  mV/junction.  The  noise 
from  the  preamplifier  was  about 
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There  was  also  a  parallel  capacitance  due  to  both  the  MTJ 
devices  and  the  amplification  circuit.  This  causes  a  capaci¬ 
tive  roll-off  of  ARC=l/[l  +  (2irfRC )2],  where  C  is  the  ca¬ 
pacitance  of  the  circuit  (on  the  order  of  3  X  10-11  F).  The 
details  of  the  measurement  system  are  described  in 
reference.3  The  total  noise  of  the  sensor  can  be  expressed  as 
y,n=  AlC(Smn+Slsn+Sf)  +  vl,p,  where  the  Smn  is  the  intrin- 
sic  magnetic  noise  power  spectrum,  S]sn  is  the  Johnson  and 
shot  noise  power  spectrum,  and  Sf  is  the  1  If  noise  power 
spectrum.  We  have  used  the  above  equation  to  fit  our  experi¬ 
mental  data. 


III.  RESULTS  AND  DISCUSSIONS 

First,  we  investigated  the  low  frequency  noise  of  an  MTJ 
bridge  with  5X7.5  jmm2  ellipses  annealed  at  265  °C  with 
different  magnetic  fields.  As  shown  in  Fig.  2(a),  the  magne¬ 
toresistance  versus  magnetic  field  curve  shows  that  the  MTJ 
annealed  at  265  °C  in  a  7  T  magnetic  field  is  slightly  less 
hysteretic  than  that  of  the  one  annealed  at  265  °C  in  a  0.5  T 
magnetic  field.  As  shown  in  Fig.  2(b),  the  sensors,  after  hav¬ 
ing  been  annealed  at  7  T  and  265  °C  for  15  min  and  mea¬ 
sured  at  zero  bias  field,  showed  an  improvement  in  the  noise 
spectrum  by  about  2.5  times  in  the  range  of  1  to  10  Hz. 
There  were  only  small  changes  at  a  higher  frequency  range 
(the  small  bump  at  about  20  Hz  that  deviates  from  the  1  If 
noise  spectrum).  These  changes  are  related  to  the  change  of 
magnetic  fluctuators  in  the  MTJ  due  to  annealing.  The  source 
of  noise  in  MTJs  can  be  magnetic  or  nonmagnetic  in  origin, 
which  can  be  distinguished  by  measuring  in  different  mag¬ 
netic  fields.  There  is  about  an  order  of  magnitude  reduction 
of  the  low  frequency  noise  spectrum  when  the  MTJ  mea- 
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FIG.  2.  (Color  online)  (a)  The  R\s  H  curve  of  the  MTJ  bridge  with  junction 
size  of  5  X  7.5  jmm2  annealed  at  265  °C  in  fields  of  7  and  0.5  T.  (b)  The  low 
frequency  noise  spectrum  of  MTJs  with  junction  size  of  5  X  7.5  jmm2  an¬ 
nealed  in  0.5  and  7  T  fields  in  a  helium  environment. 
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sured  with  a  10  mT  bias  magnetic  field.  (In  this  magnetic 
field  the  magnetization  of  the  free  layer  is  parallel  to  that  of 
the  pinned  layer.) 

As  shown  in  Fig.  3,  we  observed  a  similar  low  frequency 
noise  spectrum  for  a  MTJ  array  with  10  X  15  jmm2  ellipses 
annealed  at  265  °C  with  different  magnetic  fields.  That  is, 
the  noise  spectrum  was  reduced  by  about  two  times  in  the 
range  of  1-10  Hz  after  annealing  at  7  T  and  265  °C  for 
15  min  and  measured  at  zero  bias  field.  There  is  also  a  shift 
of  magnetic  fluctuators  to  a  higher  frequency  (the  small 
bump  at  about  200  Hz  that  deviates  from  the  1  If  noise  spec¬ 
trum)  due  to  annealing  at  7  T  and  265  °C.  There  were  no 
significant  changes  of  the  magnetoresistance  versus  magnetic 
field  curve  when  the  same  MTJ  array  was  annealed  at 
285  °C  in  a  0.5  T  magnetic  field.  As  shown  in  Fig.  4,  there 


Frequency  (Hz) 

FIG.  3.  (Color  online)  The  noise  spectrum  of  MTJ  bridge  with  junction  size 
of  10  X  15  /mm2  annealed  at  265  °C  in  fields  of  0.5  and  7  T  in  a  helium 
environment. 
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FIG.  4.  (Color  online)  The  noise  spectrum  of  MTJ  bridge  with  junction  size 
of  10  X  15  /mm2  annealed  at  265  °C  in  fields  of  0.5  and  7  T  in  a  hydrogen 
environment.  (The  test  sample  was  annealed  at  265  °C  in  fields  of  0.5  and 
7  T  and  then  annealed  at  285  °C  in  a  field  of  0.5  T  in  a  helium  environment 
before  the  hydrogen  treatment.) 

were  also  no  significant  changes  in  the  noise  spectrum  of  the 
MTJ  annealed  at  7  T  and  265  °C  (as  shown  in  Fig.  3)  and 
then  annealed  at  285  °C  in  a  0.5  T  magnetic  field.  For  MTJ 
samples  annealed  at  305  °C,  the  magnetoresistance  ratio  de¬ 
creased  and  the  low  frequency  noise  increased. 

To  reduce  the  noise  level  further,  we  investigated  the 
annealing  of  MTJ  samples  in  a  hydrogen  atmosphere.  In  this 
study,  we  used  the  above  MTJs  (size  of  10  X  15  /mi2)  that 
were  already  annealed  at  285  °C  and  in  0.5  T  and  then  an¬ 
nealed  them  again  in  a  different  magnetic  field  in  hydrogen 
gas  at  265  °C.  As  shown  in  Fig.  4,  the  noise  level  of  the  MTJ 
annealed  in  hydrogen  gas  and  0.5  T  was  reduced  to  half  of 
that  at  low  frequency  (1  Hz)  compared  with  the  original 
sample  (which  was  annealed  at  285  °C  in  0.5  T)  and  the 
noise  level  of  the  MTJ  annealed  in  hydrogen  gas  at  7  T  was 
reduced  to  one  third  that  at  low  frequency  (1  Hz)  compared 
with  the  original  sample.  From  the  facts  that  there  is  only 
very  small  changes  of  the  MR  loop  before  and  after  hydro¬ 
gen  annealing  of  MTJ  samples  in  high  magnetic  field,  it  in¬ 
dicates  that  there  is  no  significantly  altering  of  the  magneti¬ 
zation  alignment  of  the  AFM  and  FM  layers  at  the  interface. 
Hydrogen  annealing  of  MTJ  samples  in  high  magnetic  field 
may  only  remove  some  of  defects  and  change  the  pinning 
sites  in  the  free  layer  as  well  as  the  pinning  layer  which  leads 
to  the  shift  of  magnetic  fluctuators  to  higher  frequencies  and 
the  reducing  of  the  noise  at  low  frequency.  By  optimizing  the 
annealing  temperature  in  H2  we  may  further  improve  the 
noise  floor  at  low  frequency  in  the  future. 

Figure  5  shows  the  fitting  of  the  noise  spectra,  which 
provides  values  for  the  Hooge  parameter  aH  for  the  MTJ 
bridge  annealed  in  different  conditions.  In  these  fits,  we  ob¬ 
tained  aH’s  of  3.5  X  10-8,  1.5  X  10-8  and  7.8  X  10-9  jum2  for 
MTJs  after  they  were  annealed  at  285  °C  in  0.5  T  in  helium, 
265  °C  in  hydrogen  in  0.5  T,  and  265  °C  in  hydrogen  in 
7  T,  respectively.  This  clearly  indicates  a  reduction  of  1  // 
noise  by  annealing  the  MTJ  in  a  hydrogen  environment  and 
high  magnetic  field.  In  addition  to  the  1  If  component,  there 
is  a  bump  (or  bumps)  shown  in  the  noise  spectrum.  These 
bumps  indicate  that  there  are  some  strong  discrete  magnetic 
fluctuators  in  the  MTJ,  shown  as  Lorentzian-like  peaks  in  the 


FIG.  5.  (Color  online)  Model  fits  and  noise  spectra  of  the  MTJ  bridge  with 
junction  size  of  10X15  gm2  annealed  in  a  hydrogen  environment  (mea¬ 
sured  in  zero  bias  magnetic  field). 

noise  spectra.  The  bump  got  smaller  after  the  MTJ  bridge 
was  annealed  at  265  °C  in  hydrogen  in  0.5  T.  However,  the 
bump  showed  up  again  at  about  100  Hz  after  the  MTJ  is 
annealed  at  265  °C  in  hydrogen  in  7  T.  This  result  indicates 
that  the  magnetic  fluctuators  changed  their  frequency  based 
on  annealing  field  and  temperature.  The  change  in  frequen¬ 
cies  of  the  magnetic  fluctuators  in  the  MTJ  sample  may  re¬ 
late  to  the  change  of  the  strength  of  magnetic  pinning  sites 
and  is  not  predictable. 

In  summary,  we  studied  the  low  frequency  noise  of  a  few 
different  sizes  of  MTJs  in  64  element  symmetric  bridges. 
Our  results  indicate  that  the  magnetic  fluctuators  in  these 
MTJs  change  their  frequency  based  on  annealing  field  and 
temperature.  The  noise  of  the  MTJs  at  low  frequency  could 
be  reduced  by  annealing  in  high  magnetic  field  (7  T)  and 
further  improved  by  annealing  in  a  hydrogen  environment. 
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